. AMSE

THS879-30- Gliding nail fatigue test.
- ISO7206-3 - lower part with bath and holder
- Stainless steel
- sealing
- Contirm to ISO 7206 Figure 3
- Upper part free moving
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Figure 3 — General arvangemmen] of specimen for besting
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